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Table 8.1 �ÐWarning screens  (continued)

Message Cause and action

The software is not working
correctly. Stimulation may have
stopped.

Write down the message on
the screen and the screen
number in the bottom right
corner, then follow these
steps:

1. Remove and reinsert the
controller batteries, then
retry the action that
caused the error screen to
appear.

2. If this does not solve the
problem, call Medtronic.
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