
NJA-LR560 Additional User Manual Statements 

The following shall be added to the User Manual: 

When operating as Level Probing Radar as per FCC 47CFR15.256, the LR560 shall be fitted to a 

structure and installed at a fixed location. The device shall not be used whilst hand-held nor whilst 

being moved. 

 


